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EXECUTIVE SUMMARY 


This paper describes mainly the 1997 version of the Solar EUV Rocket Telescope and Spectrograph 
(SERTS-97), a scientific experiment that operated on NASA’s suborbital rocket flight 36.167-GS. Its 
function was to study activity on the Sun and to provide a cross calibration for the CDS instrument on 
the SOHO satellite. The experiment was designed, built, and tested by the Solar Physics Branch of the 
Laboratory for Astronomy and Solar Physics at the Goddard Space Flight Center (GSFC). Other 
essential sections of the rocket were built under the management of the Sounding Rockets Program 
Office. These sections include the electronics, timers, IGN despin, the SPARCS pointing controls, the 
S-19 flight course correction section, die rocket motors, the telemetry, ORSA, and OGIVE. Docu- 
ments describing these sections and their operation can be acquired by contacting Frank Lau, Payload 
Manager, Code 810, at NASA/GSFC, Wallops Flight Facility, Wallops Island, Virginia 23337. There 
were many people at White Sands Missile Range and Wallops Flight Facility who worked on the 
payload and rocket sections listed above; they all were instrumental in the success of the flight. Their 
names are listed in the Appendix. 
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I. INTRODUCTION 


Ultraviolet observations of the Sun were made from space as early as 1 946 using rocket experiments that reached 
altitudes above most of the earth’s atmosphere. A series of Orbiting Solar Observatories was launched in the 1 960s 
and early 1970s to observe the Sun from ultraviolet through the gamma-ray region of the spectrum. At the end of 
this period, a sophisticated group of instruments on the Skylab Apollo Telescope Mount provided remarkable 
images of the Sun from the visible through the X-ray region. Such surveys made it clear that the extreme ultraviolet 
(EUV) spectral band, ~100 — 1000 A, offers an extraordinarily rich source of detailed information about physical 
conditions in the important outer layers of the Sun’s atmosphere, the upper transition region and corona. But solar 
EUV images at that time either confused spatial and spectral measurements by overlapping or else had very modest 
resolutions. In order to overcome these limitations, Neupert, Epstein and Thomas at GSFC developed an imaging 
spectrometer with the following components: ( 1) a telescope that forms a real image of the sun in visible and EUV 
wavelengths onto the spectrograph entrance aperture; (2) a novel aperture with a narrow slit section for spectral 
l in e measurements and two wider openings to produce spectroheliograms; (3) a stigmatic grating with high spatial 
and spectral resolutions; and (4) a film camera to record the data over a large EUV waveband. Thus the Solar EUV 
Rocket Telescope and Spectrograph (SERTS) instrument was bom. Many scientific papers were and are being 
published from the data recorded on numerous flights in the late 1 980s and early 1 990s with this instrument. 
SERTS has continued to evolve into an instrument with a multilayer coating on its grating, and an intensified 
Charge Coupled Device (CCD) detector replacing the film camera. This new detector and the more efficient 
multilayer coating have given the instrument much better time resolution and larger dynamic range. 

The main objective of the SERTS-97 flight (NASA designation 36.167-GS) on 1997 November 18 was to cross 
calibrate the SOHO CDS and EIT instruments by observing the same active region on the Sun. For this purpose, 
the complete SERTS instrument was calibrated at the Rutherford-Appleton Lab in England using the same EUV 
source that provided the CDS pre-flight calibration, a source which itself had been calibrated at the BESSY 
synchrotron in Germany. The flight also carried an EUV full-sun monitor from the University of Southern 
California; its data will help to calibrate measurements taken by the SOHO/CELIAS instrument, as well as to 
validate the model of EUV transmission through the Earth’s atmosphere necessary to correct all the primary 
SERTS measurements. Other objectives of the flight were to extend our study of solar activity to the present rising 
phase of the solar cycle, and to obtain the data with an improved spectrograph entrance aperture and a higher 
resolution intensified CCD detector. In addition, we tested an improved set of electronics and data compression 
system on this flight. 

This latest version of SERTS is designed to record spatially resolved images at various discrete wavelengths from 
highly ionized material in the solar corona in the wavelength range between 298 A and 354 A. The design also 
allows one to record simultaneously with high spectral resolution many narrow spectral lines to accurately 
determine their wavelength. This is accomplished by a telescope-spectrograph with an intensified CCD imaging 
detector as the recording and readout device. The telescope focuses a 2-cm diameter image of the Sun onto the 
entrance aperture of the spectrograph. Light from parts of the solar disk selected by the entrance aperture passes 
onto the grating, which then forms spectrally dispersed EUV images of those features onto its focal plane, where 
the imaging detector is placed to record the data. The entrance aperture itself is in the form of an open dumbbell 
or hourglass configuration. The central narrow-slit section is 3.7 mm long (6.0 arcmin on the Sun) by 21.5 |im 
wide. This width corresponds to 2 arcsec spatially and .05 A spectrally. Above and below the central slit are two 
slots or lobes each 5.3 mm long (8.6 arcmin on the Sun) by 1 .8 mm wide (3.0 arcmin). The wider lobes produce 
spectral images from the few, well isolated, bright emission lines in our bandpass (spectroheliograms), while the 
central narrow part provides high-resolution spectra of all observable lines along the one spatial dimension of the 
slit. 
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The wavelength range 298 A to 354 A contains many highly ionized strong lines of several different elements. 
Some of these lines are from ions of He II, Fe X-XVI, Ni XVIII and Si VIII-XI. Weak lines of the ions Mg V and 
Mg VI are also observed. The stronger lines tend to be generated over a plasma temperature range of 1 .0-2.3 x 10 6 
K in the solar corona, while certain weak magnesium lines indicate temperatures of 3 x 1 0 5 K in the Sun ’ s transition 
region. The He II line at 304 A is formed in the lowest part of the transition region at temperatures of 5-10 x 10 4 
K, or slightly higher. 

The fastest temporal variations in the spectroheliograms are explored by observing a series of images taken about 
every 5 seconds, which allows for 1 -second exposures (data capture) and 4 seconds to readout the CCD image into 
telemetry. To make more efficient use of the available observing time, however, exposures are usually set to 
between 3 and 30 seconds or even longer, made possible by the detector’s large dynamic range and active cooling. 

The use of the narrow slit over any solar feature permits a study of the bulk inflow or outflow of plasma material 
by the presence of Doppler-shifts toward the red or the blue. Broadening of the spectral line, on the other hand, 
yields in formation on flows that take place on spatial scales smaller than the imaging resolution of the instrument. 

Certain diagnostic line pairs, such as Fe XII 338.3/352.1 A, permit the determination of densities at their 
characteristic temperature of formation. Other pairs of lines that are only slightly affected by density can be used 
to measure the temperature of the emitting plasma; such a pair is Fe XIV 334 A and Fe XVI 335 A. Well before 
each SERTS flight, the spectral bandpass, exposure sequence, pointing pattern, and integration times are worked 
out to optimize the type of scientific investigation to be performed during that shot. Final target selection is made 
the morning of the flight, depending on the Sun’s activity at the time. Offset pointing to change targets remains an 
option that can be carried out at any time during the flight based on real-time developments. 

The wavelengths of the EUV emission lines that were observed and identified from the SERTS-97 flight are listed 
in Table 1 . The integrated detector response and “parent” ion for each line are also listed. This list is preliminary, 
and in particular does not yet include the various calibration factors needed to convert the detector responses into 
absolute intensity units. 
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Table 1 

Identified Spectral Lines from SERTS-97 


A(A) 

Ion 

Integrated 
Detector Response 

UM 

Ion 

Integrated 
Detector Response 

303.32 

Si XI 

285.0 

338.28 

Fe XII 

33.7 

303.78 

He II 

4778.0 

339.00 

Mg VIII 

23.1 

304.87 

Mn XIV, Fe XV 18.3 

340.96 

Unknown 

7.5 

305.80 

Cr XII 

9.1 

341.13 

FeXI 

28.4 

313.73 

Mg VIII 

21.1 

341.29 

Unknown 

6.3 

314.34 

Si VIII 

6.0 

341.97 

Si IX 

23.5 

315.02 

Mg VIII 

53.1 

342.16 

Unknown 

5.6 

316.14 

Unknown 


342.41 

Ca VII 

6.9 

316.21 

Si VIII 

52.4 

344.96 

Si IX 

15.4 

316.50 

Ni XIV 

4.2 

345.14 

Si IX 

50.6 

317.01 

Mg VIII 

11.5 

345.74 

FeX 

39.2 

318.11 

Fe XIII 

26.7 

346.85 

Fe XII 

45.4 

319.84 

Si VIII 

44.5 

347.40 

SiX 

121.8 

320.56 

Ni XVIII 

33.4 

348.19 

Fe XIII 

97.2 

320.80 

Fe XIII 

52.0 

349.03 

FeXI 

9.1 

326.34 

Unknown 

8.2 

349.16 

Mg VI 

34.3 

327.03 

Fe XV 

37.8 

349.87 

Si IX 

72.1 

328.26 

Cr XIII 

36.2 

352.12 

Fe XII 

86.3 

332.78 

A1X 

76.6 

352.68 

FeXI 

70.2 

334.17 

Fe XIV 

387.5 

353.09 

Mg V 

9.1 

335.40 

Fe XVI 

3615.0 

353.32 

Mg V 

3.2 




353.81 

Fe XIV 

85.7 


II. DESCRIPTION OF THE INSTRUMENT 


The SERTS scientific instrument consists of 6 distinct sections ( Figure 1), with each section forming a functional 
part of experiment. Figure 2 shows the mechanical layout of all the sections assembled as the flight instrument. 


Section (1): 
Section (2): 
Section (3): 


The forward telescope section with the coarse and fine pointing location sensors aligned with the 
telescope front face. 

The spectrograph entrance aperture with its hourglass or dumbbell shaped opening in a disk located 
at the focus of the telescope. 

The toroidal grating, 1150 mm away from the aperture disk plane and along the telescope axis. 


Section (4): The microchannel-plate CCD detector on the focal plane of the grating; an aluminum filter; and the 
camera-head electronics mounted just behind the CCD. (Figure 4 shows the vac ion pumps, valves, 
and housing not indicated in Figure 1.) 


Section (5): The flight-control electronics with interfaces to the camera head, GSE and telemetry. 
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Section (6): The Ha camera, which receives the reflected image of the Sun from the front face of the entrance- 
aperture disk, sends the image through its Ha filter, and focuses the Ha image through a doublet lens 
onto a CCD. 

The central bulkhead is the main structure upon which is mounted the entrance-aperture disk (Section 2), the 
detector (Section 4), and cooling block to provide a heat sink to cool the detector CCD (see Figure 2). Cylinders 
are attached to both sides of the bulkhead. The forward cylinder holds the telescope and Ha camera with its oven- 
filter and lens. The rear cylinder, constructed of epoxy-graphite which has a low coefficient of expansion, holds 
the toroidal grating which focuses the image of the entrance aperture onto its focal plane. The front face of the 
intensified CCD detector is positioned on the focal plane by using the central bulkhead as its rigid mounting 
structure. The two outer skins are O-ring mounted to the central bulkhead and also make vacuum tight fits to the 
door and electronics mounting plate. The experiment is pumped down to 10 4 torr or better just before launch. For 
mechanical layout, refer again to Figure 2. Sixty-four seconds after launch (T + 64 s), the experiment shutter door 
is opened. At T + 101 s, the pressure outside the rocket is 3.8xl0 6 torr. The experiment begins its observing 
sequence at this time; the rocket is then at an altitude of 104 miles (550,000 feet). The pressure inside the 
experiment is in the neighborhood of 10 4 torr and continues to decrease as long as the main experiment door 
(shutter) is open. See Section 4, for a discussion about operating an open detector in this environment. 



Figure 1. Experiment' s major components. 
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Figure 2. SERTS Experiment. 


Section 1: Telescope 

The telescope is a grazing incidence Wolter Type II made with a parabolic primary mirror and hyperbolic 
secondary mirror to extend its focus to the entrance aperture of the spectrometer. The telescope parameters are 
listed in Table 2. See Figure 2a for telescope assembly drawing. 


Table 2. Grazing Incidence Telescope Parameters 


Effective focal length 

212 cm 

Outer F-Number 

f/22 

Resolution at 304A 

5 arcsec 

Geometric Aperture 

22 cm 2 

Overall Length to focus 

80 cm 

Size of solar image at slit (full disk) 

2.0 cm 
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6 


NASA/TP— 1999-208640 





FIGURE 3 


DISK WITH ENTRANCE APERTURE 



DIAMETER EQUALS 2 cm 


TABLE 3 

APERTURE-SUN DIMENSIONS 



APERTURE 

SUN 

VIEW 

SUN 



DIMENSION 



DIMENSION 

a. 

1.850 mm 

3.0 

arc min 

82,000 

miles 

b. 

5.275 mm 

8.6 

arc min 

230,000 

miles 

c. 

3.7 mm 

6.0 

arc min 

160,000 

miles 

d. 

21.5 m/crons 

2.1 

arc sec 

950 

miles 


The primary and secondary mirrors are both made of low expansion Zerodnr glass and are held in alignment by 
a spider structure also made of Zerodur. 

Section 2: Entrance Aperture 

The spectrograph entrance aperture (also referred to as the entrance slit or just slit) is used to select the specific 
region of the Sun to be analyzed. It is centered on the telescope axis at a position just slightly inside the telescope ’ s 
Gaussian focus. The slit-dumbbell configuration is shown in Figure 3; the aperature dimensions are given in Table 
3 along with the corresponding coverage on the Sun. Table 3 is on the same page as Figure 3 for clarity, since both 
are interrelated. 


SERTS-97 Rocket Experiment to Study Activity on the Sun: Flight 36. 167-GS 


7 



Section 3: Grating 

The grating is a glass piece formed into a rectangular block with the reflecting surface made into a torodial 
configuration with 2 radii of curvature, which are highly polished. This toroidal surface has a gold layer upon 
which the ruling is formed. The ruling density is 3600 lines/mm with a blaze of 3.1°, a magnification 1.1 on the 
focal plane and a spectral dispersion of 2.2A/mm. A multilayer coating of indium and silicon is deposited on the 
grating with spacing chosen to optimize the wavelength range between 280A — 360A. The multilayer coating 
enhances the reflectance across this range by a factor of up to 8, which allows us to operate our detector with an 
integration time > 1 second. The detector is mounted on the focal plane of the grating to cover the wavelength range 
between 298 A and 354 A. The grating parameters are given in Table 4. 


Table 4. SERTS-97 Spectrograph Grating Parameters 


ITEM 

VALUE 

Ruling density 

3600 lines/mm 

Spatial magnification 

1.1 

Radius of curvature 

Sagittal 

1200.02 mm 

Tangential 

1209.67 mm 

Measured surface accuracy 

<0.08 X ptp @ 6328 A 

Blaze angle (design) 

3.1 deg 

Spectral Range (1 st order) 

298 - 354 A 

Radius of cylindrical 

647.2 mm 

focal plane 

Spatial plate scale 

11.3 pm/arc sec 

Dispersion at focal plane 

2.2 A/mm 


Section 4: The Intensified CCD Detector 

Refer to Figures 4, 5 and 6. EUV images from the grating are focused onto the microchannel-plate front surface 
where the incident photons are converted to electrons with a photoelectric efficiency of about 20%. When an 
electron is produced in a channel, a voltage across that microchannel causes each electron to be multiplied, as each 
channel then acts as a microscopic electron multiplier. As a packet of electrons emerges at the output end of the 
channel, they are accelerated by 5000 Volts across a .5 mm gap and then through 1 000 A of A1 into a P-20 phosphor 
deposited on a fiber optic window. The high-energy electrons are converted by the phosphor into 5500 A photons 
with a gain of approximately 20 photon/electron. These photons then pass through the fiber optic window made 
with 6 -pm fibers. A fiber optic transfer block with 4 -pm fibers couples the image from the output window into a 
CCD which is bonded to the same transfer block. The total gain of the MCP tube depends on the MCP voltage and 
could approach 40,000 overall if needed. However, the gain must be set so that any single detected photon at the 
MCP will yield enough electrons stored in a CCD pixel to overcome the noise. The MCP on our 1997 flight was 
set at 700 Volts which gives it an electron gain of about 90 (total gain of 1800). For gain vs. voltage, see reference 
by Dominic J. Ruggieri. A diagram of the MCP tube may clarify how a MCP operates (see Figure 5 [our modified 
drawings from Ruggieri]). Table 5 is a summary of the detector characteristics. The resolution of the detector on 
SERTS-97 was 30 lp/mm. An improved detector is under development with a resolution of 40-45 lp/rnm, 
corresponding to a pixel size of 1 1.0-12.5 pm. 
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Figure 4. SERTS Detector Opto-Mechanical Layout. 
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Table 5. Summary of Detector Characteristics 


MCP outer diameter 

25mm 

MCP channel diameter 

8 pm 

Quantum efficiency of MCP at 300 - 350 A 

20% 

Fiber-optic output window 

6-pm fibers 

Fiber-optic coupling block 

4- pm fibers 

CCD pixel size 

9 pm 

CCD array 

3072 x 2048 

Phosphor conversion gain 

20 photon/electron 

CCD readout rate 

1.2 x 10 6 pixel/s 

Readout noise 

20 electron 

CCD electrons per single detected event 

25 electron (design) 

A/D converter 

12 bit 

Dynamic range 

4095 (design) 

Aluminum filter transmission 

40% at 304 A 

Data compression factor 

1.7 

Detector resolution 

30 lp/mm at 2537 A 

MCP tube input window 

none 
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The absence of an input window presents certain unique challenges during a rocket flight, which influence the 
design of the detector. The vacuum should be at 10 6 torr in the detector during its operation to ensure that no arcing 
will occur when the microchannel plate voltage and the phosphor high voltage are enabled. A vacuum tight door 
and housing provide the vacuum enclosure. Vac ion pumps must be operating continuously, except during the 
CCD integration mode in the observing sequences, to keep the vacuum in the 10 6 torr range. See Figure 4 for the 
vacuum system layout and its components. When the detector door is opened 94 seconds after launch, the pressure 
in the experiment is < 1 pm. There is a thin A1 filter to separate the experiment pressure from the detector pressure. 
The by-pass valve around the filter is closed before the detector door is opened; at all other times, the by-pass valve 
will be open to prevent a build up of pressure across the A1 filter. 

The cooling system for the CCD is a block of copper that is cooled by LN vapor and is connected by copper braid 
to the CCD pins (See Figure 7). The cooling line goes through the rocket skin into the cooling block, which acts 
as a heat sink. The cooling line is disconnected from the rocket about 70 minutes before launch. A CCD 
temperature of — 20°C is desired during the data-gathering phase of the flight to reduce the thermal noise in the 
detector essentially to zero. An improved cooling system is being developed that will be connected through the 
skin until T - 0 at which time the cooling lines will be pulled away as the rocket is launched. 
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In order to describe how the detector functions, we present here an equation which follows each detected event 
through the “gain” of the MCP and finally ends as a number of electrons stored in a pixel in the CCD. 


Equation 1 

(IF)(A 1 )(QE 11 ^(G 1 )(T 1 _ AL )(G 2 )(T 2 )(QE ccd )(A 2 /R) = electron/pixel ccd /s 


Table 5a. Description of Symbols in Equation 1. 


Symbol 

Description 

Units 

Value 

IF 

Input flux 

photons/cm 2 /s 

10 7 (calculated to 
produce a single 
event) 

A, 

Channel area 

cm 2 /chamiel 

50x10 s 

QEmcp 

Quantum efficiency of MCP 

electron/photon 

0.20 

e*! 

Gain of MCP tube 
(selected by voltage 
across MCP) 

(none) 

90 (MCP=700 V 
selected for SERTS- 
97) 

Tj(AL) 

Electron transmission 
through A1 filter 

(none) 

0.94 

g 2 

Phosphor gain 

photon/electron 

20 

T 2 

Estimated transmission 
through the fiber optic 

(none) 

0.70 

QEccd 

Conversion efficiency 
of CCD at 5500A 

electron/photon 

0.40 

a 2 /R 

A=area/CCD pixel 
R=resolution 2 /channel 

(9 pm) 2 /pixel 
(16.5 pm) 2 /channel 

0.3 


A 2 /R is the estimated reduction in electrons that fall into a single CCD pixel due to the spread of the electrons from 
a single MCP channel. 
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The minimum input flux required that will produce 1 electron/s per MCP cha nn el at its entrance is set by the first 
three elements of equation 1 , 

[ (IF)(A 1 ){QE) = 1 ] :: (IF)(50xl0 8 cm 2 )(0.20 electrons/photon) = 1 electron/s 
IF = 1/10x10 8 = 10 7 photons/cm 2 /s 

Substituting the values from Table 5a into Equation 1, and using the input flux of 10 7 photon/cm 2 /s, we have: 

(10 7 photons/cm 2 /s)(50xl0 8 cm 2 )(.2)(90) (.94)(20)(.70)(.4)(9 2 /16.5 2 ) = 142 electron/pixel CCD 

Theoretically, this should give us a count of 5, well above the noise level of the CCD. If we reduce the gain of the 
MCP by a factor of 5, then 1 detected event would produce 28 electrons in a CCD pixel. This is close to the design 
parameters of the electronics. 

The strip current provides the electrons to replenish those lost in a channel when a detected event (photon) is 
converted to an electron and multiplied down the channel. To avoid saturation or gain degradation, the total current 
to exit at the back of a single MCP channel should not exceed 1/10 of the strip current for that channel. The total 
strip current in the 25-mm MCP tube we use is approximately 30 p-amp. The area of the MCP is: 

K x (25/2) 2 = 500 mm 2 ; that of a single channel is: 50x10 6 mm 2 or 50 |Jm 2 . 


Active area of a tube = 60%, therefore (500xl0 6 )(.6) = 300xl0 6 pm 2 

300x10® pm 2 /50 pm 2 = 6x10® channels in a MCP tube of 1-inch diameter. 

30 |i-amp (,l)/6x 10® channel = 5x10 13 amp/channel = 5x10 13 coulomb/channel/s 

electron change = 1.6x10 19 coulomb/electron 

5 x 1 O'. 13 coulomb/channel/s = 3. i x l 0 ® electron/channel/s 
1 .6x10 xoulomb/electron 

Dividing by the gain of the MCP (700 V = gain of 90), we now have the maximum number of electrons or detected- 
events per second at the entrance of a channel that the tube can receive and not effect the gain of the MCP. 

3.1x10 elech-on/channel/s _ 3 AxlO 4 detected-event/channel/s 

If the gain of the MCP is reduced by a factor of 5, then it could receive 1 ,7x10 ® detected-events/channel/s without 
the gain being affected. 

If 10 7 photon/cm 2 /s is the input flux to produce 1 detected-event per channel, then 3.4xlO n photon/cm 2 /s is the 
maximum input flux at the MCP that the tube could receive and remain linear. 10 photon/cm 2 /s falling on the 
entrance to the microchannel plate will produce 1 electron/s in each of the channels that are within this flux area. 
The gain of the phosphor and a gain selected across the MCP tube must be enough to overcome all losses in the 
other segments of the tube including the A1 coating, to store 25 electrons in a CCD pixel. This number is chosen 
to be greater than the “read out noise” (20 electrons) accumulated in each CCD pixel in 1 s. When this CCD pixel 
voltage of 250 pV (10 p V per stored electron) is read-out and sent through an amplifier with a gain of 10 to the 
A/D converter, a count of 1 is registered in the A/D output. 
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For an integration time of 1 s, then, the controlling factors to determine the number of electrons in a CCD pixel for 
a count of 1 out of the A/D converter when 10 7 photon/cm 2 /s fall on the MCP, are the gain of the MCP, the gain 
in the phosphor, and the gain of the amplifier following the CCD readout. However, the phosphor voltage is set 
at 5000 V and the amplifier gain is also set. The MCP voltage is then the only variable factor that can be 
programmed that will determine the MCP gain to control the number of electrons that will be stored in a CCD pixel 
for an A/D readout of 1 count. 

Full-well capacity (FWC) in the Kodak CCD is 80,000 to 100,000 electrons. Using 100,000 electrons asFWC, and 
25 electrons for a count of 1 at the A/D converter, our dynamic range should be 4000. This requires an A/D of 12 
bits. This also suggest that the maximum flux falling on the MCP should be no more than 10 7 x4000 = 4xl0 10 
photon/cm 2 . This is well below 3.4xlO n photon/cm 2 /s, the saturation point of the MCP. The resolution of the 
detector is most influenced by the spread of the electrons as they exit from the MCP tube and convert to photons 
at the phosphor. The output from a MCP channel falling on the CCD will cover more than one CCD pixel. Our 
measured resolution is 30 lp/mm (corresponding to a 1 6.5-|im pixel size). If A 2 /R = .3, then we estimate that only 
30% of the electrons from a single MCP channel will fall into a CCD pixel when it aligned with that MCP channel. 
The 16.5-pm pixel size of the beam falling on the CCD is shown in the diagram in Figure 8. Note, however, that 
the output from a single MCP channel will add electrons into the adjacent CCD pixels, as well. 



MEASURED RESOLUTION OF DETECTOR * 30 LP/mm * 33 MICRONS 
’RESOLUTION PIXEL’ IS 16.5 MICRONS 
A 9^ 

— ■ _ * .3 » MULTIPLICATION FACTOR TO ALLOW FOR 

R 16.5^ SPREAD OF ELECTRONS 


Figure 8. Electrons spread into CCD. 
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Section 5: Electronics 

The camera electronics are composed of an electronics box, main power supply, power amplifier box, a high- 
voltage power supply for the MCP, and a HV power supply for the vac ion pumps. The computer-based controller 
(Transputer) in the main electronics box is a programmable unit to generate the observing sequences during the 
flight and to control the detector when interfaced to the GSE. During flight, each pixel of the image from the CCD 
is digitized to 12 bits and then compressed by a factor of 1.7 before it is transferred to telemetry. All images are 
stored at the ground station. A block diagram of the electronics circuits is given in Figure 9. 


Downlink Telemetry 



Figure 9. SERTS General Purpose Camera System and GSE. 


The ground support system (GSE) receives the images during ground tests by an umbilical cable attached at the 
rocket skin to a pull-away connector. A second umbilical cable, from the GSE power & control unit to the 
experiment, allows one to turn on the 28 V to the camera electronics and run the camera with pre-selected 
parameters. These images are recorded and analyzed during focusing and wavelength calibration in the lab. 

The GSE also allows the operator to control: the vac ion pumps, the Ha-camera operation, the MCP high-voltage 
power and enable, and opening and closing of the gate valve and detector door. Four enabling safety plugs are 
available, and the correct one must be installed to allow the operator to activate any of the above functions. Also, 
the GSE provides monitor readouts of various detector temperatures, currents, and voltages. 
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Section 6: Ha Camera 


Light from the Sun’s image that does not pass through the spectrograph entrance aperture is reflected toward the 
Ha camera, which focuses it through an Ha filter onto a solid-state CCD where it is recorded and sent to the ground 
station via a telemetry video link. This allows us to observe the Ha image in real time on the ground during the 
rocket flight. The whole reflected image of the Sun from the aperture has the hourglass opening itself 
superimposed as a black feature at the center of the frame. In this way we can immediately see how the entrance 
aperture will cover the selected region on the Sun’s disk. In-flight corrections can be made by sending commands 
to move the rocket pointing axes in small steps which causes the telescope to move the solar image across the 
entrance aperture so that it covers a new area. Refer to Figures 1 and 2 to locate the Ha camera in the experiment, 
and to Figure 10 for a diagram of the Ha camera. 



III. PREFLIGHT CALIBRATION 

A. Spectral Calibration (wavelength) 

There are two types of calibrations needed to fully characterize a solar EUV instrument constructed with a 
telescope and a spectrometer with an imaging detector. The first is a wavelength or spectral calibration, identifying 
focused lines in the EUV in the imaging detector as a function of position as the data is recorded and readout from 
the CCD; the instrument profile will be determined from this data. 

For this test, the telescope and its supporting section are removed and the detector, electronics, spectrometer and 
slit with the central bulkhead, are attached to a vacuum tank. A hollow cathode discharge lamp generates ionized 
He and Ne, producing radiation that exits the lamp through an open slit onto a reflecting ellipsoidal mirror, which 
then focuses the radiation onto the entrance slit of the spectrometer. The chamber has vacuum pumps to pump out 
itself and the spectrometer to a low pressure of 10 6 torr (10 5 torr during lamp operation when He-Ne gases are 
flowing into the chamber). See Figure 11. 
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An electrical discharge, nominally at 1750 Volts and 700 milliamps, is passed through the He-Ne gas mixture to 
produce spectral lines in the EUV. The He II line at 304 A is very strong and at the short wavelength end of the 
wavelength range selected for the flight. The He II and many Ne II lines provide an excellent wavelength 
calibration throughout this wavelength range. A list of the emission lines produced by this laboratory lamp is listed 
in Table 6. We also list some impurity lines of oxygen and nitrogen, which might be found. See reference by Kelly 
and Polombo. 
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Table 6. Laboratory Calibration Lines (300 A to 360 A) 


Identified He, 

Ne fines 

Some impurity lines of oxygen and 




nitrogen that may also be present 

MA) 

ion 

comparative 

MA) 

ion 

comparative 



intensity 



intensity 



(from Kelly) 



(from Kelly) 

301.12 

Ne III 

400 

304.92 

N III 

500 

303.782 

He II 

665 

305.920 

N III 

500 

308.56 

Ne III 

100 

320.979 

OIII 

600 

313.05 

Ne III 

400 

325.788 

N III 

20 

313.68 

Ne III 

300 

328.448 

OIII 

500 

313.92 

Ne III 

100 

328.742 

OIII 

450 

320.392 

He I 

weak 

330.26 

N III 

300 

322.696 

Ne III 

- 

345.309 

OIII 

500 

324.5686 

Nell 


355.137 

OIII 

300 

326.5376 

Nell 

40 

355.293 

OIII 

150 

326.7855 

Nell 

50 

349.918 

OIII 

100 

327.6210 

Nell 

20 

355.333 

OIII 

250 

352.9549 

Nell 

90 

355.469 

O III 

250 

353.2145 

Nell 

30 




354.9620 

Nell 

60 




356.8001 

Nell 

50 




357.5346 

Nell 

40 





As the lamp is operated with the He-Ne gas mixture, an exposure is recorded by the detector and its image stored 
in the GSE computer. Using Interactive Data Language (IDL) programs, a spectral plot of the resulting intensity 
vs. wavelength is made. Figure 12 shows such a sample laboratory spectrum, with wavelength identifications. The 
He II line anchors the short wavelength side, while Ne II lines dominate the spectrum on the long wavelength side. 
Once these lines are identified, it remains to position them exactly to get the coverage between the desired range 
of 298 A to 354 A. A slight change in the angle of the grating to the incoming beam moves the entire spectrum on 
the focal plane (face of the detector) so that the narrow section of the 304 A lines is positioned at close proximity 
to pixel column 350 on the CCD. The position and wavelength identifications of the laboratory spectrum will be 
used to analyze the solar spectrum that was recorded by the same detector during the SERTS-97 flight. 

This same laboratory setup is also used during adjustment of the spectrograph into its best spectral focus, 
accomplished by moving the grating toward or away from the slit. When the laboratory spectral lines are at their 
smallest or narrowest values at the center and at both ends of the spectrum, focus is achieved, and all components 
are then locked securely into position for flight. 
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SERTS LAB SPECTRUM 



300 310 320 330 340 350 360 

WAVELENGTH IN ANGSTROMS 

Figure 12. SERTS Lab Spectrum. 

B. Absolute Intensity Calibration 

The second type of calibration is an absolute intensity calibration, so that one can convert counts from the detector- 
readout into the number of EUV photons from the Sun striking the instrument. For this test, the complete SERTS 
experiment was sent to Rutherford Appleton Laboratory (RAL) in England, where it was installed in the same 
vacuum facility with the same EUV radiation source that was used in the original pre-flight calibration of the 
SOHO/CDS experiment. The EUV radiation source itself was specially developed by the Physikalisch- 
Technische Bundesansalt (PTB) in Germany. 

This source standard is a hollow cathode glow discharge using He and Ne gases, which emits line radiation 
between 150 A and 1500 A. It produces a number of lines between 300 A and 360 A in our range of interest. The 
output of each line (photon flux) was determined by direct comparison to the calculable synchrotron radiation of 
the primary standard known as BESSY. The diverging radiation from the hollow cathode source is collimated by 
a Wolter Type II telescope used in reverse; i.e., the lamp radiation falls on the hyperbola and exits from the 
parabola. The output beam from this telescope is limited to a spot size of only 5-nmi diameter, which is then 
directed onto the SERTS telescope surface. By moving the whole SERTS instrument or the source, we can expose 
many different parts of the SERTS telescope in order to simulate full-aperture illumination. To assure that none 
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of the incident radiation is blocked before reaching the detector, the spectrograph entrance aperture was removed 
for this test; its affect on the flight data can be easily included in the final calibration by geometric measurements 
of the aperture openings. 

We now refer to the report published by PTB listed as reference #4, with authors J. Hollandt, M. Kuhne, M.C.E 
Huber, and B. Wende: “The photon flux from the lamp at any given line has an uncertainty of not more than 7%. 
The photon emission from the lines range from 6.3x10 s photon/s for the Ne III ion at 308.6 A to 4. 8xl0 7 photon/ 
s for He II at 303.78 A.” There are twelve line-groups produced by this lamp with well-established absolute 
intensities in the SERTS bandpass. These gave us the input flux values needed to do the absolute calibration for 
our SERTS-97 instrument. The first analysis will appear soon in publication by Roger Thomas et al.; a preliminary 
analysis was presented at the January 1998 AAS meeting in Washington, D.C. This absolute intensity calibration 
was then later transferred to the SOHO CDS and EIT instruments through observation of the same feature on the 
Sun during the SERTS-97 flight on 1997 November 18 (see Figure 24). After completing the absolute intensity 
calibration at RAL, the SERTS experiment is sent back to GSFC. 

IV. ASSEMBLY AND TEST OF THE SERTS AT GODDARD SPACE FLIGHT 
CENTER 

The SERTS experiment section arrives at Goddard Space Flight Center. The telescope section is removed; the 
GSE control box is connected via the umbilical connection to the experiment and the battery pack is removed and 
attached to the GSE as a backup should lab power fail. Vac ion power is applied to run the vac ion pumps. The 
aperture-disk is reinstalled. The experiment is attached to the laboratory vacuum tank with the hollow cathode 
discharge lamp. The same spectral calibration runs were made as in part IIIA- spectral calibration of the 
instrument. This identifies again the positions of the wavelengths on the detector, the focus of the lines, and checks 
the performance of the electronics. Next, the pointing of the sensor eyes is verified in relation to the telescope axis 
by using an auto-collimator that focuses on the front faces of the telescope and the sensing eyes. 

The data from these tests are analyzed and, when each section of the experiment meets the desired performance, 
the telescope section is attached to the spectrometer section, the battery pack is connected to the electronic section, 
and the shutter door is mounted onto the telescope section. The experiment is then boxed and shipped to White 
Sands Missile Range, New Mexico. During shipment, the vac ion pumps are continuously operating to keep the 
detector at 10 6 torr. 

V. PREFLIGHT TESTS AT WHITE SANDS MISSILE RANGE 

A. Functional Tests - Launch Sequence Bench Tests - All Payload Components 

1 , Pre- T & E horizontal functional tests 

When the experiment and associated equipment arrives at WSMR, building N200, the battery pack is removed 
from the experiment and connected to the GSE as a back-up power source . The GSE is connected to the experiment 
by cables through the umbilical connectors to provide power via the umbilicals to the vac ion pumps to keep the 
detector at 10 6 torr. The turbo vacuum pumping station is connected to the experiment and pumps it down to 10 
4 torr to check for any leaks. The following checks and tests are made: sensor wiring, mechanical and electrical 
interfaces, telemetry, command link practice, telescope alignment with slit, and the telescope alignment with the 
LISS and the MASS (pointing sensors) is measured. 

The experiment is assembled with the telemetry section, the S-19 section, the SPARCS section, the Orsa and 
Ogive sections in a horizontal configuration, on adjustable movable tables. Ground support equipment for certain 
sections is connected. The payload is run through its flight-timer sequence, which simulates each event during the 
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flight. The payload is tested when the experiment is at 
atmospheric pressure and again when the experiment is 
under vacuum. Each section must meet the electrical and 
mechanical performance requirements. After these tests 
are completed, the payload, fully assembled, with the 
battery pack reattached electrically through the umbilical 
connectors and running the vac ion pumps, is moved to the 
VAB (vehicle assembly building). Figure 13 shows the 
payload fully assembled. (Figures 13 and 17 are 
reproduced from Wallops Flight Facility report TM-98/ 

4302). 

2, T & E tests in VAB 

The T & E personnel perform the following tasks at the 
VAB: in itial weight and center of gravity, bend tests, 
check spins, measure joints, roll MOI, pitch/yaw MOI, 
vibration tests, and final weight and center of gravity. 

3. Post T& E tests 

The payload arrives back at building N200. The GSE is 
attached to it by the umbilical lines, and the battery pack is 
attached to the GSE as a back-up. The Post T & E tests are 
basically the same as those that were performed during the 
pre-T & E horizontal functional tests. The telescope and 
Sun sensors alignment is checked again. The electrical 
and mechanical tests are made to verify a successful 
performance. The payload makes its journey to the launch 
site with the battery pack powering the vac ion pumps 
through the umbilical connection. 

VI. ROCKET CONFIGURATION FOR FFIGHT 

A. The payload is delivered to the launch gantry and rail, and mounted in a horizontal position. 

B. The payload is assembled to the Black Brandt rocket motors and Terrier booster. Figure 14 shows 
the overall rocket assembly. 

C. The assembled rocket is raised to the vertical position. The battery pack remains attached and 
powers the vac ion pumps on the detector. 

D. The screws at the interface between the payload and the rocket motors are tightened to specifica- 
tions; the rocket is lowered back to its horizontal position. 

E. The battery pack is disconnected; the umbilical and land-lines are connected between the payload, 
GSE, and computer in the Blockhouse. 

F. Upon authority of the payload manager, the GSE is turned on, and the vac ion pumps are powered 
up. 

G. The experiment is connected to the portable turbo vacuum system, and to the CCD cooling lines 
from the LN reservoir. 



Configuration. 


22 


NASA/TP— 1999-208640 





Figure 14. Terrier Black Brant ( MOD 2) 
36.167 GS Vechicle Configuration. 


Figure 15 shows the fully assembled rocket with the experiment as a breakaway section. The vacuum pump-out 
port, the cryogenic connector flange, and the umbilical connectors are indicated for clarity. Figure 16 is a view of 
the fully assembled rocket in the horizontal position, with the ground supported turbo-vacuum system and cooling 
lines attached. 
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TERRIER BLACK BRANT ROCKET 

FLIGHT CONFIGURATION 



TELESCOPE 


CRUSH PAD 


\ VACUUM TIGHT 
SHUTTER DOOR 

H ALPHA CAMERA 
CRYOGENICS 
DETECTOR 


PRE-FLIGHT VACUUM PUMPING 
ON THE LAUNCH RAIL 


Figure 15. SERTS Experiment. 
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'VIDEO 
' RECORDERS 
- COMPUTER 


Figure 16. SERTS on ATHENA Launching Rail and Block House Setup for launch. 


VII. FLIGHT OF SERTS-97 

A. Preliminary Countdown Activity 

During launch countdown, the experimenter, using the GSE in the blockhouse, supplies power to the vac ion 
pumps and electronics, and monitors the electronic status of the components in the experiment via the umbilicals. 
The vac ion pump current is monitored to determine the vacuum in the detector; the temperature of the CCD is 
measured and displayed via an RS-232 link back to the computer at the blockhouse. The Ha oven power is 
supplied by the GSE, and the position of the valves is displayed on the GSE console. 

Two days before launch (T-2 days), the portable turbo-vacuum system is turned on to pump out the experiment 
through a pump-out valve. Each day the experiment is pumped down and then backfilled with dry LN, gas. On the 
day of the launch, pump down begins 4 hours and 30 minutes before launch and at T-l hour and 20 minutes , the 
vacuum system is separated from the experiment. The experiment pressure is approximately 1-2 pm at launch. 

The CCD cooling begins on the day of the launch when the vacuum system has pumped the experiment down to 
50 pm. The CCD temperature is -40°C at T - 1 hour & 20 minutes. At this time the GSE console is powering the 
vac ion pumps on the detector. The status is reviewed on all systems. At T - 1 hour & 10 minutes, the cooling 
system is separated from the experiment and the vac ion pumps are turned off. All console GSE power is turned 
off. No electrical power is permitted at this time to be sent to the experiment. All vehicle power is off. At T-60 
minutes, all personnel except for the rocket arming crew, clear the launching site. 


The rocket is then armed. 
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B , Final Countdown 

At T-40 minutes, upon authority of the payload manager, GSE power is turned on. Then vac ion power is turned 
on. The temperature of the cooling block is checked. The CCD temperature is displayed by the computer monitor 
in the blockhouse via the RS-232 umbilical link through the land-lines. As the launch countdown continues — 

AT T-30 minutes, the gantry is raised from its pre-launch horizontal position to the vertical launch position (see 
Figure 16); the umbilicals remain attached (although not shown so in Figurel6), providing GSE power to the vac 
ion pumps, and connections to monitor the detector temperatures by the experimenter in the blockhouse. 
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VIII. FLIGHT PERFORMANCE 


The actual flight path had an apogee (maximum altitude above sea level) of 332 kilometers (206 miles). The actual 
flight path vs. time is presented in Figure 17, reprinted from Wallops Flight Facility Report TM-98/4302. The 
actual flight altitudes vs. time are so close to the predicted altitudes that the deviations will have no effect on the 
performance of the experiment. 

The experiment was recovered in excellent condition. 



The observing sequences started at an altitude of 177 km (581 ,000 feet) at T+107 seconds by the experiment back- 
up start pulse. At this time, the experiment was in the 1 st pointing position. Refer to Figure 23. The background 
image of the full sun is at 304 A and was recorded by the EIT instrument on the SOHO satellite. SERTS is pointed 
so that one entrance lobe is positioned to cover the target active region. The smaller rectangular box is the coverage 
of the same active region at the same time by the CDS instrument on SOHO. 

Four images were recorded with integration times of 30, 10, 3, and 1 second at the 1 st pointing position. SERTS 
then moved to the 2 nd pointing position, where four groups of images were recorded. Each group contained 3 
images with integration times 30, 10, and 3 seconds. The fifth and last group contained recorded images with 
integration times of 1, 10, and 60 seconds. 
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The 2 nd pointing position can best be demonstrated by referring to Figure 24. The narrow-slit part of the aperture 
is superimposed over the active region between two bright areas. The spectral line list presented in Table 1 was 
generated from this pointing position. The CDS instrument observed a substantial area overlapping the SERTS slit 
coverage, allowing for cross-calibration between the two instruments. Figures 23 and 24 were generated by 
William Thompson from data taken at the same time by the CDS and EIT experiments aboard the SOHO satellite 
and by the SERTS-97 experiment during its flight. 

IX. PRELIMINARY RESULTS 

There are four categories upon which we are concentrating our efforts to analyze the data. The first is to generate 
an absolute calibration curve for SERTS-97 to convert the recorded detector responses into absolute intensities 
from the Sun at each measured wavelength. (See Section III-B.) This will enable us to cross-calibrate to the 
SOHO-CDS and EIT experiments. A paper by Thomas et al. was presented at the AAS meeting in Washington, 
D.C. on 1998 January 9 with preliminary results. The calibration analysis is nearing completion, and final results 
will be published in the near future by Thomas et al. The second effort is to generate a spectral line list, which we 
have partially completed as shown in Table 1. The line list was generated from data recorded during the 2 nd 
pointing position of the instrument, when the narrow-slit was on the target active region. The third effort is an 
analysis of the images taken during the 1 st -pointing position (see Figure 23). The last effort will be to check the 
electronics and all functions of the electro-mechanical parts of the instrument. 

A list of selected ions along with 
their corresponding log Tmax 
values is presented in the Brosius et 
al. reference in the Astrophysical 
Journal 477: 969-981, 1997 March 
10. Comparing the Brosius list to 
our list in Table 1 (SERTS-97 
flight), we find the same wave- 
lengths for these selected ions that 
are identified in the 298 A-354 A 
range. They are listed in Table 7 
with log Tmax values. 

The Tmax for this large number of 
ions indicate plasma temperatures 
T of ,96xl0 6 <T<5.8xl0 6 K at the 
2 nd pointing position, when the 
active region was in the center of 
the slit (Figure 24). The ratio of the 
full-line intensities, taken from 
Table 1, between Fe XVI (335.4 A) and Fe XIV (334. 17 A) is equal to R and is substituted in the formula logT = 
a Q + a^logR) + a 2 (logR) 2 + a 3 (logR) 3 at densities of 10 9 and 10 10 cm 3 , R = I 335 40 /I 334 17 = 3615/387.5 = 9.33; logR 
= .970. These wavelengths are close together so that no instrumental throughput correction is needed. For each 
density, a Q ,a 1 ,a 2 ,a 3 is obtained from Tables IX and X of Brosius et al. September (1996). See Table 8 for our results. 


Table 7. Ion vs Temperature 


Ion 

Fog Tmax 

X(A) 

FeX 

5.98 

345.17 

Fe XI 

6.06 

341.14, 352.68 

Fe XII 

6.14 

338.27, 346.85, 352.12 

Fe XIII 

6.20 

318.12, 320.80 

Fe XIV 

6.27 

334.17, 353.82 

Fe XV 

6.33 

327.04 

Fe XVI 

6.43 

335.40 

Fe XVII 

6.60 

338.27 

He II 

4.67 

303.781 

Si XI 

6.20 

303.32 

Ni XVIII 

6.52 

320.56 

Ca XVIII 

6.76 

302.167 
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Table 8. Calculated Temperatures from Ratio of FeXVI/FeXIV 


Density 

a o 

a i 

a 2 

a 3 

logT 

T (K) 

10 9 cm 3 

6.237 

.111 

.00875 

.00165 

6.355 

2.27xl0 6 

10 10 cm 3 

6.217 

.108 

.00762 

.00180 

6.330 

2.14xl0 6 


The resulting temperatures are close enough to indicate that density is not a factor when using the ratio of these 
l in es to calculate temperature. 

We also have calculated densities by line-intensity ratios from the same ion, using lines that are not affected by 
temperature. Those selected for this study come fromBrosius et al. (Astrophysical Journal Supplement Series 106: 
143-164, 1996). Table 9 is a tabulation of the wavelengths, ions, SERTS-97 integrated detector-response ratios, 
calibration corrections, solar intensity ratio and the resulting electron densities. The preliminary calibration curve 
correction is taken from an efficiency curve generated by a line -ratio method from SERTS-91 data, which had 
similar optical components. A more definitive efficiency curve for SERTS-97 is in preparation and will be 
published soon. 


Table 9. Calculated Electron Density from Fe Ratios 


K'K 

Ion 

SERTS Response x 
Ratio 

Calibration Curve = 
Correction 

Solar Intensity 
Ratio 

Electron 

Density 

353.81/334.17 

Fe XIV 

85.7/387.5 

2.066 

.457 

5.0xl0 9 

338.28/352.12 

Fe XII 

33.7/86.3 

.598 

.234 

6.3xl0 9 

318.11/348.19 

FeXIII 

26.7/97.2 

.892 

.245 

2.5xl0 9 


The one-second exposure, taken at the 1 st pointing position, gives us images of the active region selected by the 
lobe part of our aperture (see Figure 23). There are two distinct bright spots, which are observed at 304 A (He II) 
and at 335 A (Fe XVI). The morphology at these two wavelengths can be observed and compared. A contour image 
is presented with 335-A intensity-contours superimposed on the 304-A image. It is illustrative to generate 3- 
dimensional plots of the 304 A and the 335 A patterns of He II and Fe XVI emission, respectively, in X and Y with 
the Z-axis as intensity. Figure 18 is the 3-D plot of the 304-A intensity, and Figure 19 is the corresponding 2-D 
contour plot obtained by projecting the intensity onto the X-Y plane. Figure 20 is the 3-D plot of the 335-A 
intensity, with Figure 21 the projection onto the X-Y plane. 

From these plots and contours, we find strong support of an earlier SERTS result. Jordan et al. (1993) argue on the 
basis of prior SERTS spectra that electron collisional excitation dominates the formation of the 304 A line in the 
quiet Sun, and probably plays a significant role in active regions as well. Their argument uses the Fe XVI 335 A 
line as a proxy for coronal radiation that drives the competing mechanism, photoionization-recombination, often 
called simply ‘p-r.’ This procedure was justified by reference to earlier Skylab work (Withbroe and Noyes, 1976), 
and has received further support from a recent SERTS-Y ohkoh study (Falconer et al., 1 998). If the Fe XVI 335 A 
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line is a good proxy for coronal radiation, as indicated by the above studies, and if the p-r mechanism is in fact the 
dominant 304 A line-formation mechanism, we would expect its intensity to vary approximately as the intensity 
in the 304 A line. That it does not is clearly illustrated in Figures 19-21. 

The easiest way to see this is by comparing the 2-D intensity contour plots of Figures 19 and 21. We are 
immediately struck by the fact that the locations of brightest intensity in the 304 A and 335 A lines are reversed '! 
This is exactly opposite what we would expect if p-r were the dominant line formation mechanism for the 304 A 
line. Also, the relative areas of intense radiation in the two lines are reversed, again opposite what we would expect 
under p-r conditions. And these results apply primarily to active region intensities, where p-r is more likely to have 
a significant effect; in the quiet Sun, its effect is even less. This is strong support for the electron collisional 
excitation formation of the 304A line over most of the solar atmosphere. 

Finally, the same result can be seen in Figure 22 alone, where we have plotted the 335 A contours on top of a color 
plot of the 304 A intensities . The scale is different from that of Figures 18 — 21, but the result is the same, as it must 
be since we are plotting the same data. It is perhaps easiest to see the relationships between Figures 18 - 22, if all 
the figures are viewed from the left side. 
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COLOR FIGURES 18-24 


SERTS-97 Rocket Experiment to Study Activity on the Sun: Flight 36. 167-GS 


33 




34 


NASA/TP— 1999-208640 




Figure 18. 3D plot of 304 A lobe image-intensity vs. x and y. 


Figure 19. 3 04 A con tour plot of intensity of lobe projection on the xy plane , 
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intensity 



Figure 20. 3D plot of 335 A lobe image-intensity vs. x and y. 



o 

Figure 21. 335 A contour plot of intensity of lobe projection on the xy plane. 


36 


NASA/TP— 1999-208640 



o o 

Figure 22. 335A contour plot on top of the color plot of the 304A 
intensity ( lobe of the aperature on the active region). See Figure 23. 
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Figure 23. SERTS pointing position 1 ( dotted line ) showing lobe alignment over active region. Small 
box is CDS coverage of same active region. 
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Figure 24. SERTS pointing position 2 ( dotted line ) of aperature showing slit over active region. 
Small box is CDS coverage of same active region. 
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ACRONYM LIST 


A/D 

Analog to Digital 

AS CL 

Automated SPARCS Command Link 

BESSY 

Synchrotron Radiation Source 

CCD 

Charge Coupled Device 

CDS 

Coronal Diagnostic Spectrometer ( on SOHO ) 

DAT 

Design, Assembly and Test 

EIT 

EUV Imaging Telescope ( on SOHO ) 

EUV 

Extreme Ultraviolet 

FO 

Fiber Optic 

FWC 

Full Well Capacity 

GSE 

Ground Support Equipment 

GSFC 

Goddard Space Flight Center 

Ha 

Hydrogen- Alpha Spectral Line ( 6563 A ) 

HVPS 

High Voltage Power Supply 

IDL 

Interactive Data Language 

I/F 

Interface 

IGN 

Igniter Housing 

LISS 

Lockheed Intermediate Sun Sensor 

ln 2 

Liquid Nitrogen 

MASS 

Miniture Acquisition Sun Sensor 

NASA 

National Aeronautics and Space Administration 

MCP 

MicroChannel Plate 

MCPT 

MicroChannel Plate Tube 

MOI 

Moments of Inertia 

OGIVE 

Curved Shape Nose Cone 

ORSA 

OGIVE Recovery System Assembly 

PTB 

Physikalisch Technische Bundesansalt (Berlin) 

PWR 

Power 

RAM 

Random Access Memory 

RAL 

Rutherford Appleton Laboratory 

S-19 

Boost Guidance System 

SERTS 

Solar Extreme Ultraviolet Rocket Telescope and Spectrograph 

SOHO 

Solar and Heliospheric Observatory 

SPARCS 

Solar Pointing Attitude Rocket Control System 

T&E 

Test & Evaluation 

TBD 

To be determined 

TLM 

Telemetry 

TM LOS 

Telemetry Loss of Signal 

TNT 

Theoretical Nose Tip 

VAB 

Vehicle Assembly Building 

WSMR 

White Sands Missile Range 
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